Stabilized dried blood spot collection.
During the collection phase of the dried blood spot method, practitioners need to ensure that there is no smearing of the blood sample on the filter paper or else readings from it will be invalid. This can be difficult to accomplish in the field if there is relative motion between the site of blood discharge on the finger and the filter paper. In this article, a gyroscope stabilization method is introduced and demonstrated to provide consistent and improved dried blood spot collection within a circular guide region notwithstanding the presence of rocking.